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(3) The laboratory participated in the
previous two proficiency testing
events.

(c) Failure to return proficiency test-
ing results to the proficiency testing
program within the time frame speci-
fied by the program is unsatisfactory
performance and results in a score of 0
for the testing event.

(d)(1) For any unsatisfactory testing
event for reasons other than a failure
to participate, the laboratory must un-
dertake appropriate training and em-
ploy the technical assistance necessary
to correct problems associated with a
proficiency testing failure.

(2) For any unsatisfactory testing
event score, remedial action must be
taken and documented, and the docu-
mentation must be maintained by the
laboratory for two years from the date
of participation in the proficiency test-
ing event.

(e) Failure to achieve an overall test-
ing event score of satisfactory for two
consecutive testing events or two out
of three consecutive testing events is
unsuccessful performance.

§ 493.865 Standard; Antibody identi-
fication.

(a) Failure to attain an overall test-
ing event score of at least 80 percent is
unsatisfactory performance.

(b) Failure to participate in a testing
event is unsatisfactory performance
and results in a score of 0 for the test-
ing event. Consideration may be given
to those laboratories failing to partici-
pate in a testing event only if—

(1) Patient testing was suspended
during the time frame allotted for test-
ing and reporting proficiency testing
results;

(2) The laboratory notifies the in-
specting agency and the proficiency
testing program within the time frame
for submitting proficiency testing re-
sults of the suspension of patient test-
ing and the circumstances associated
with failure to perform tests on pro-
ficiency testing samples; and

(3) The laboratory participated in the
previous two proficiency testing
events.

(c) Failure to return proficiency test-
ing results to the proficiency testing
program within the time frame speci-
fied by the program is unsatisfactory

performance and results in a score of 0
for the testing event.

(d)(1) For any unsatisfactory testing
event for reasons other than a failure
to participate, the laboratory must un-
dertake appropriate training and em-
ploy the technical assistance necessary
to correct problems associated with a
proficiency testing failure.

(2) For any unsatisfactory testing
event score, remedial action must be
taken and documented, and the docu-
mentation must be maintained by the
laboratory for two years from the date
of participation in the proficiency test-
ing event.

(e) Failure to identify the same anti-
body in two consecutive or two out of
three consecutive testing events is un-
successful performance.

(f) Failure to achieve an overall test-
ing event score of satisfactory for two
consecutive testing events or two out
of three consecutive testing events is
unsuccessful performance.

Subpart I—Proficiency Testing Pro-
grams for Tests of Moderate
Complexity (Including the
Subcategory), High Com-
plexity, or Any Combination
of These Tests

SOURCE: 57 FR 7151, Feb. 28, 1992, unless
otherwise noted.

§ 493.901 Approval of proficiency test-
ing programs.

In order for a proficiency testing pro-
gram to receive HHS approval, the pro-
gram must be offered by a private non-
profit organization or a Federal or
State agency, or entity acting as a des-
ignated agent for the State. An organi-
zation, Federal, or State program seek-
ing approval or reapproval for its pro-
gram for the next calendar year must
submit an application providing the re-
quired information by July 1 of the
current year. The organization, Fed-
eral, or State program must provide
technical assistance to laboratories
seeking to qualify under the program,
and must, for each specialty, sub-
specialty, and analyte or test for which
it provides testing—

(a) Assure the quality of test sam-
ples, appropriately evaluate and score
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